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High-resolution imaging mass spectrometry of large biological samples is the goal of several
research groups. In mosaic imaging, the most common method, the large sample is divided
into a mosaic of small areas that are then analyzed with high resolution. Here we present an
automated alignment routine that uses principal component analysis to reduce the uncorre-
lated noise in the imaging datasets, which previously obstructed automated image alignment.
An additional signal quality metric ensures that only those regions with sufficient signal
quality are considered. We demonstrate that this algorithm provides superior alignment
performance than manual stitching and can be used to automatically align large imaging mass
spectrometry datasets comprising many individual mosaic tiles. (J Am Soc Mass Spectrom
2008, 19, 823–832) © 2008 American Society for Mass SpectrometryImaging mass spectrometry is a rapidly developinganalytical tool because it provides the ability to mapthe profiles of specific biomolecules, in which the
intrinsic mass of the molecule differentiates between
any modified forms; to record the distributions of
multiple analytes in parallel; and to perform these
analyses without a label and with clinical samples [1].
This combination of specificity, parallel detection, and
non-targeted analysis has led to great excitement for its
potential as a discovery tool.
It is the goal of many research groups to be able to
perform high-resolution analysis of large samples, thus
combining the ability to examine distributions between
organs/tumors and their surroundings as well as to
investigate the subcellular/intracellular locations of the
biomolecules. The central premise of this approach is
that the subcellular locations will provide some of the
information required to explain differences in the more
global patterns.
High spatial resolution measurements are a well-
established ability of secondary ion mass spectrometry
(SIMS). Recent advances in both ionization efficiency
(polyatomic primary ions) and sample preparation
have significantly improved the sensitivity for detecting
intact, medium-sized molecular ions (1000 Da) from
tissues and cells [1–6]. High-resolution images of small
peptides, lipids, cholesterol, vitamins, and pharmaceu-
ticals have all been reported, and through the use of
large polyatomic primary ions three-dimensional (3D)
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[7–9].
The images are normally created by moving the
ionization beam in a set pattern across the sample and
performing mass analysis at each point of the raster
(spatially correlated mass spectrometry). The raster
pattern typically uses 8- or 10-bit encoding; as a result
the maximum analysis field contains 256  256 (or 1024
 1024) pixels. In a typical high spatial resolution SIMS
measurement the pixel size is about 200 nm, meaning
maximum analysis areas of approximately 50 or 200
m, respectively. This is much smaller than many of the
biological samples of interest; for example, a tissue
section of an adult rat brain is approximately 2  1 cm.
Reports [5, 6] on SIMS imaging mass spectrometry
analysis of large samples first mention a low-resolution
scan. This is accomplished by rastering the sample,
followed by a high-resolution scan of selected areas.
This approach of combining ionization beam and sam-
ple stage rastering has been developed further to pro-
vide high-resolution imaging of large areas: in mosaic
mode imaging the sample is divided into a mosaic of
small areas (termed tiles) with the sample stage raster;
each tile is then analyzed with high spatial resolution
using ion beam rastering and the results are combined
to provide the final, complete (mosaic) dataset [2–4, 10].
Mosaic mode image (high-resolution imaging of
large areas) has been limited by the user-intensive
nature of data analysis. The accuracy of sample stages
capable of moving through large areas (e.g., 5  5 cm)
are often significantly less than the resolution of the
SIMS imaging mass spectrometry experiment, for ex-
ample, 5 and 0.2 m, respectively. As a result, the
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824 BROERSEN ET AL. J Am Soc Mass Spectrom 2008, 19, 823–832high-resolution images have to be aligned after data
acquisition. In most examples this has been performed
“by eye.” This process is time consuming, user inten-
sive, and subjective. At its best a manual alignment
process would include the following steps:
(1) Import the data into a mathematical package capa-
ble of processing 2-Gb data files.
(2) Calculate total-ion-count (TIC) images of each tile.
(3) Create layered image to manipulate relative posi-
tions of TIC images.
(4) Vary relative positions until “optimum” is found.
(5) Use offsets determined in step 4 to combine tile
data files into a single datacube.
However, it is more common to use the proprietary
software to create the images from each tile’s dataset,
for each m/z range of interest. The TIC images are then
aligned in a graphics package, the relative offsets ap-
plied to the m/z-specific images, and the results saved.
In fact, no case studies are known to the authors in
which multiple tiles were combined into one dataset
and in which all raw data events could be preserved.
The work reported here describes a new automated
image alignment algorithm for imaging mass spectrom-
etry datasets. Usually the uncorrelated noise prevents
the optimum offsets of two images from being deter-
mined. Here it is demonstrated how the reduction of
uncorrelated noise provided by principal component
analysis (PCA) can be exploited for automated align-
ment. PCA is an unsupervised multivariate technique
that uses orthogonal linear transformations of the data
onto a new coordinate system to project the greatest
variance of the data onto the first component, the
second greatest variance onto the second component, and
so forth [11–13]. This processing extracts features with less
uncorrelated noise from the datasets, thus allowing
their automated alignment. A metric combines a mea-
sure of the equality of the overlapping regions as well
as a measure of the signal quality. The automatic
alignment routine is demonstrated on several high-
resolution large area datasets.
Introduction of Automatic PCA-B
Alignment
Figure 1 shows a schematic of how the automatic
alignment of imaging mass spectrometry datasets is
performed. The first step uses PCA to minimize the
uncorrelated noise in the datasets and to reduce the size
of the datasets. Results of the analysis are recorded in
both the spatial and spectral domains, in which the
spectral signatures are used to ensure that only images
of similar chemical composition are compared. Typi-
cally the first 20 components are selected for each
imaging dataset. More components can be extracted,
but usually they lack sufficient spatial contrast to be
useful. The second step of the procedure examines thereconstructed mass spectra of the components to find
components with similar chemical signatures. The final
step is image registration: the relative x and y offsets of
the spatial representation (score images) of the two
chemically matched components are varied throughout
all combinations of overlapping regions (or a user-
selected region for the case in which the approximate
offsets are known). For each relative offset the differ-
ence in the overlapping regions is calculated, followed
by the removal of those areas with insufficient or
low-quality signal. The minimum in this metric corre-
sponds to the optimum alignment of the two datasets.
Experimental
Measurement
All experiments were performed using a TRIFT-II time-
of-flight mass spectrometer (Physical Electronics, Eden
Prairie, MN, USA) and 15 keV primary ions (DC current
400 pA, pulse length 20 ns, spot diameter 500 nm). The
primary ion dose, 3.5  1011 ions cm2, was well within
the static SIMS limit [14] (statistically a fresh area is
sampled with each primary ion impact), thus ensuring
that the spectra are representative of the sample surface.
All imaging experiments used a rastered, focused ion
beam. For each ion detected the ion’s time-of-flight and
origin are recorded. The ion images display how the
intensities relate to position for a specified m/z range.
The 8-bit primary ion deflectors used to raster the
primary ion beam limit the number of pixels in any
single imaging experiment to 256  256. To perform
high-resolution imaging of large areas, the sample stage
is used to manually define a mosaic and the ionization
beam to record a high-resolution imaging mass spec-
trometry dataset for each of the mosaic’s tiles. The
algorithm reported herein has been developed to auto-
matically align these tiles.
Sample
Freshwater snails (Lymnaea stagnalis) were decapitated
and the cerebral ganglion and nervous tissue were
dissected, directly embedded in 10% gelatin at 30 °C,
and frozen at 80 °C. Tissue sections (10 m thick)
were cut on a Leica CM 3000 cryostat (Leica Microsys-
tems, Nussloch, Germany) at 20 °C. Sections were
placed on conductive, transparent indium tin oxide
(ITO)-coated glass slides (Delta Technologies, Stillwa-
ter, MN, USA), dried in a stream of warm air for 1 min,
frozen on dry ice, and stored at80 °C. Conservation of
morphology was checked by optical microscopy during
the sectioning, drying, and storage process.
Data Analysis
The raw data, recorded using the maximum time and
spatial resolution from the TRIFT, were read using
MatLab (Version 7.3.0, R2006b, MathWorks, Natick,
matic
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spatial origin and time-of-flight of each detected ion.
This dataset is converted into an x  y  m/z datacube
in which each voxel contains the number of counts for
that spectral and spatial combination. To reduce mem-
ory requirements the data were saved as a sparse
matrix. This omits the zeros without loss of information,
because SIMS imaging data are quite sparse (large
regions without counts). The datasets were binned in
the time-of-flight domain (140-ns bins) because the
performance of PCA has been shown to improve with
increasing signal intensity, to ensure PCA examines
Figure 1. Schematic of autochemical variation rather than variation within thetime-of-flight peaks [15] and to reduce memory require-
ments.
PCA is performed by unfolding the x  y  m/z
datacube in such a way that a 2D m/z by x  y matrix X
is constructed. The components are then extracted in an
orthonormal matrix P (see eq 1) using a standard
eigenvector decomposition:
YP ·XT (1)
This results in a matrix Y with spectral score vectors,
which can be interpreted as spectral components. These
image alignment algorithm.spectral components have negative and positive peaks
826 BROERSEN ET AL. J Am Soc Mass Spectrom 2008, 19, 823–832(corresponding to the positive and negative parts of the
maximized variance). Both groups can be considered as
separate chemical signatures. The transposed datacube
is multiplied with the spectral component matrix to
obtain the spatial distributions of these spectral signa-
tures:
IXT ·Y (2)
Each row in the resulting matrix I contains an
unfolded image component that contains the spatial
contributions of each spectral profile in Y. To ensure
that only images of similar chemical composition are
used for image registration, the spectral signatures of
the images are compared. The positive and negative
spectral signatures of each component from dataset01
are compared with all positive and negative spectral
signatures from dataset02 (note for this application the
sign of the spectral score is unimportant). The two
components with the smallest difference in their spectra








where A is a spectral signature from the first data tile, B
is a spectral signature from the second data tile, N is the
number of channels, and i is the channel. The image-
alignment step is performed by calculating the similar-
ity between the spectrally matched component images,
for all possible relative positions. The applied metric
was based on the same mean square metric used to
match the spectra (eq 3), but where A is a region in the
fixed image, B is a region in the moving image, N is the
number of pixels in these regions, and i is the pixel
position. Changes in the intensity distribution between
both images will result in a poor match value and poor
matches result in large values of the metric. This metric
is used on all overlapping regions of the two image
components. The results are displayed as a 2D or 3D
plot, with the values of the metric for all combinations
of overlapping regions.
The overlapping regions are small on the edges and
corners of an image because the number of contributing
positions is low. This causes the mean-squares error
metric to be low because there is insufficient signal for
a fair comparison. To alleviate this problem the entropy
of the overlapping regions was calculated, which pro-
vides a measure of the randomness of the intensities
using its histogram. The entropyH of each region in one
image component was calculated using
H(A)
A
pA · logpA (4)
where A is the region in an image component and pA
represents the histogram values of A. The entropies of
all overlapping regions of both component images arecalculated and, by calculating their product, a com-
bined entropy landscape is obtained. An additional fit
on the histogram is then made to remove unwanted
areas with low entropy values (insufficient signal). This
is done by fitting all entropy values of all compared
regions to a normal distribution. The values to the left of
the standard deviation of the mean in the histogram are
removed. The remaining entropy landscape is then
applied as a weight for the MS landscape. The zero
regions in entropy spaces indicate that a minimum
found in the corresponding regions of the MS landscape
will probably not contain enough information or too
much “randomness” of signal to be considered as a
solution. The final, weighted search space is created by
dividing the MS landscape by the fitted entropy land-
scape. This results in a MS-entropy search space in
which the minimum corresponds to the most probable
offset between the two images. Multiple components
can be used to verify the accuracy minimum to make
the registration more robust.
Results
The automatic alignment procedure was first tested
with a sample containing an array of spots of the
MALDI matrix 2,5-dihydroxybenzoic acid on a silicon
wafer [16]. This “standard” sample was chosen as the
high contrast between the matrix analyte droplets and
the sample plate provided an easy target for testing the
analysis routines. Following the successful implemen-
tation of the routines for aligning these high-contrast
samples, the routines were applied to the more chal-
lenging application of aligning high-resolution imaging
mass spectrometry results of tissue sections.
Figure 2a and b show two total-ion-count (TIC)
images from neighboring regions of a tissue section of
the cerebral ganglion of the fresh water snail Lymnaea
stagnalis. The high resolution of the imaging experiment
clearly distinguishes the cellular detail. The complexity
of the cellular details is advantageous: the intricate
structures will cause the optimum alignment of the two
datasets to be sharply defined. Figure 2c shows approx-
imately the relative position of the two datasets.
Clearly, one can manually organize the relative posi-
tions of the mosaic datasets, although as explained in
the introduction this is both highly subjective and
impractical.
Attempts at automatically aligning complete image
datasets by calculating the difference metric for all
spectral planes in the datasets proved unsuccessful
because the significant amount of uncorrelated noise
prevented the correct offsets from being determined.
PCA is used here to minimize uncorrelated noise and
thus aid the alignment procedure. Once PCA is per-
formed the spectral representations of the components
were compared using a least-square metric (eq 3), to
find those components with similar chemical signa-
tures, thus ensuring that their images describe the
distribution of a similar chemical medley. Figure 3
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the two datacubes in both the spatial and m/z domains.
The best spectrally matched components, used in the
subsequent analysis, are positive component 6 from
dataset01 and positive component 7 from dataset02. All
Figure 2. Parts (a) and (b) show total ion coun
section of the cerebral ganglion of the freshwater
is illustrated in (c).
Figure 3. Spatial and spectral representations o
datasets shown in Figure 2. Note the areas of low
the overlapping areas where the tissue section has bprincipal components have positive and negative
scores, which correspond to the positive and negative
aspects of the variance. Recall PCA maximizes variance
and it is this systematic variance—and the removal of
uncorrelated noise—that is advantageous for image
) images of two overlapping regions of a tissue
Lymnaea stagnalis. Their approximate alignment
mically matched principal components from the
tensity visible in some of the images are due tot (TIC
snailf che
er ineen repeatedly analyzed.
828 BROERSEN ET AL. J Am Soc Mass Spectrom 2008, 19, 823–832alignment: whether this corresponds to the positive or
negative scores is unimportant for this application.
Figure 4a shows the landscape of the fitting metric,
determined by calculating the entropy-weighted mean
square of the images for all relative positions in which
the two images overlap. The lowest point in the surface,
corresponding to the optimally aligned position, was
found to be x  310 and y  41. Figure 4b shows the
entropy landscape for the two overlapping images (a
measure of the signal quality for all alignment posi-
tions); as can be seen, the optimum position determined
using the entropy-weighted fitting metric lies in a
region of high signal. These alignment parameters were
used as the x and y offsets to combine the complete, raw
datacubes and thus obtain a high-resolution mosaic
imaging datacube of a large area. Figure 4c shows the
region containing the lowest point as a 3D contour map
and Figure 4d shows a TIC image of the final, mosaic
dataset. For clarity all images based on mosaic datasets
will be referred to as mosaic images. Clearly, the
alignment procedure is able to find the optimum align-
ment and that this corresponds to the minimum in the
Figure 4. Results of the automatic image metr
match (positive component 6 of dataset01 and
landscape, (b) the entropy (signal quality) land
landscape, and (d) the mosaic TIC image.overlap metric. Note that the minimum correspondingto the best fit is quite narrow but sufficiently broad to
distinguish it from noisy, local minima. This reflects the
fact that a position close to the optimally aligned
position will still possess regions with good overlap. A
very narrow or single-valued low score of the metric is
indicative of noise and can be used as an additional
criterion by which the best alignment of the two images
can be determined.
The two datasets used to produce Figures 2 to 4 were
part of a larger, six-tile dataset. The automation proce-
dure was applied further to align such multi-compo-
nent images. This was performed by using the above-
cited procedure to align and combine two neighboring
tiles into a single larger datacube. The alignment pro-
cedure was then repeated using the larger “working”
datacube and a third tile. This process was repeated
until the “working” datacube contained the aligned and
combined datacubes of all six tiles. Note that to ensure
that the final combined dataset contains the mass spec-
tra corresponding to the fresh sample surface (the
overlapping areas from neighboring tiles are analyzed
multiple times) the combined dataset is reconstructed in
plied to the components with the best spectral
tive component 7 of dataset02). (a) The metric
, (c) a close up of the minimum in the metricic ap
posi
scapereverse chronological order and the entries in the over-
ind a
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(recorded first). Consequently, all regions of the final
dataset have been analyzed with the same primary ion
dose.
This method of aligning multiple tiles has several
advantages:
(1) By using the sequentially aligned and combined
data from the first two tiles, all subsequent align-
ment steps include additional overlap information.
(2) The tiles can be ranked according to contrast,
allowing those of higher contrast to be aligned first,
thus maximizing the overlapping regions for those
tiles of lower contrast.
(3) It is rapid because the process is executed in
parallel using a “divide and conquer” approach.
Figure 5 compares the mosaic TIC image of the auto-
matically aligned six-tile datacube (left) with that per-
formed manually (right). The manually aligned mosaic
image was created by importing the datacubes of the six
tiles into Matlab, calculating the TIC images, and align-
ing them by eye. This ensured that both the automati-
cally and manually aligned mosaic images used the
same color panel and intensity scaling. As can be seen
the automatically and manually aligned results are
Figure 5. Comparison of automatically (a) an
mosaic analysis of a Lymnaea stagnalis tissue sect
routine did not bias the manual alignment, A.
McDonnell performed the manual alignment blnearly identical. The small differences arise from thoseareas in which a subjective compromise has been made
in the manual alignment, which necessarily involves a
subjective ranking of the importance of the features and
often leads to alignment artifacts (indicated in figure).
The mathematical basis of the alignment in the entropy-
weighted mean-squares procedure ranks features ac-
cording to the quality of the signal and so is less prone
to user bias.
We have now used the automatic alignment routine
on a number of samples, including tissue sections,
droplet arrays, and polymer samples. Provided there
are features for the alignment metric to rank fitness, the
data tiles could be automatically aligned. Figure 6
shows a larger example—this time an aligned 12-tile
mosaic image showing a large-area, high-resolution
imaging mass spectrometry analysis of a tissue section
of the nervous tissue, specifically the commissure (Cm)
and dorsal body (Db), of the fresh water snail Lymnaea
stagnalis. Figure 6a shows the final, aligned mosaic TIC
image. PCA was then applied to the single dataset of
this mosaic image. As stated in the introduction, PCA
transforms the data onto a new coordinate system to
maximize variance. We have used this feature in the
automatic alignment procedure to remove the uncorre-
lated data that would otherwise obstruct the alignment
metric. However, it is more common to use the maxi-
nually aligned (b) TIC mosaic images of 6-tile
o ensure the results of the automatic alignment
sen calculated the automatic alignment and L.
nd independently.d ma
ion. T
Broermized variance identified by PCA to identify, unaided,
sing
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dataset and are thus the most different. The compo-
nents can be extracted in a relatively short amount of
time with the fast implementation of PCA on a dataset
in a sparse format. The application of PCA on the
combined dataset takes approximately only 0.001% of
the total amount of time needed to create the 12-tile
dataset. Most (88%) of this total amount of time is spent
on simple preprocessing and data-handling steps in-
stead of calculating the proposed metrics.
Figure 6b shows the mosaic images and spectra corre-
sponding to the positive and negative loadings of the
second principal component obtained after performing
PCA on themolecular region (m/z 200–1000) of themosaic
dataset. The molecular ion region of the mass spectra is
more diagnostic than the low-mass region, which contains
many fragments whose origins cannot be specified; limit-
ing PCA to the molecular ion region will thus favor
specific chemical differences. The mosaic images included
in Figure 6b clearly show that PCA has distinguished two
regions within the large mosaic dataset that are responsi-
ble for a significant fraction of the total variance in the
Figure 6. (a) Mosaic TIC image of an automatic
tissue of Lymnaea stagnalis. PCA of the molecular
localization of m/z 369 and 385 in the commissur
(c) Compares PCA of the mosaic dataset with th
and 365. Note that the sign of the loadings corre
different for PCA of the mosaic dataset and thedataset (variance  5.75% of total). The spectra, shownbelow the two mosaic images, clearly indicate that the
differences are due to the cluster of molecular ion peaks at
m/z 369 and 385 (positive loading) and m/z 365 and 384
(negative loading). A closer examination of the distribu-
tions of these four ions confirms that the distributions of
m/z 365 and 384 are strongly correlated together but
anti-correlated to m/z 369 and 385 (data not shown). The
m/z 369 and 385 peaks are the [M  OH] and [M  H]
ions of cholesterol, and are localized within the commis-
sure of the snail’s nervous tissue (in agreement with
Altelaar et al. [10]). The peaks at m/z 365 and 384 are
located in the dorsal body of the tissue section; however,
the chemical identity of the peaks has not been deter-
mined. We believe this is in part due to the wide diversity
in marine natural products and the lack of tandem mass
spectrometry capabilities in SIMS instrumentation (see
annual reviews by Faulkner et al. in Natural Product
Reports).
PCA performed on the mosaic dataset allows corre-
lations within the entire dataset to be identified, an
impossibility with separated data tiles. Also, by includ-
ing more spectra in the analysis there should be better
ligned 12-tile analysis of a section of the nervous
on (m/z 200–1000) of the mosaic dataset. (b) The
) and m/z 365 and 384 in the dorsal body (Dm).
a single tile and with the images due to m/z 369





latedseparation between different components. Therefore,
831J Am Soc Mass Spectrom 2008, 19, 823–832 AUTOMATED IMAGE ALIGNMENTwe investigated how PCA of the aligned and combined
12-tile mosaic dataset compares with PCA of a single
tile, selected to include a fraction of the two anti-
correlated distributions. The tile selected for this com-
parison is indicated in Figure 6a. Figure 6c shows the
results of this comparison, including the component
images, spectra, and molecular images of m/z 369 and
365. It can be seen that PCA of the entire 12-tile mosaic
dataset distinguishes the anti-correlated distributions,
reflected by the distributions of the ions of m/z 369 and
365, more clearly than PCA of the single-tile dataset.
Discussion
The generation of mosaic images of large datasets
necessitates stitching together a collection of separate
imaging experiments. The automatic alignment routine
reported here addresses the problem of the greater
uncertainty in the sample stage position (than the
spatial resolution of the SIMS measurement). There are
other issues associated with mosaic imaging that the
analyst should guard against to ensure the validity of
mosaic measurements:
(1) Sample height variation across a large sample would
result in a systematic variation of compound’s
measured m/z across the sample and lead to ion-
ization artifacts. Any such variation (including a
localized protrusion) can be readily identified by
calculating the variation of an ion’s mass with
position (a so-called height map) [4, 15]. This height
map can be used to correct the mass measurements
but cannot remove any ionization artifacts. No
such variation was found with the samples re-
ported here.
(2) Chemical damage of biologic samples: The dose of the
primary ion beam is a critical factor; if it is too high
the chemical integrity of the sample is compro-
mised and the SIMS spectra are no longer repre-
sentative of the sample. A mosaic image requires
overlap regions that will receive twofold the nor-
mal primary ion dose. If this dose is too high it
could cause the overlapping regions to display
different spectral signatures and potentially skew
the alignment procedure. The ion dose delivered to
the overlapping areas was sufficiently low, 7 1011
ions cm2, that the only effects observed were a
slightly lower signal intensity in the overlapping
areas (for the second analysis). These lower inten-
sity areas were sufficiently different to be distin-
guished by PCA. The final aligned and combined
dataset included the first analysis of all overlap-
ping areas, thus ensuring that the dataset includes
the SIMS results corresponding to an equal ion
dose for the entire sample.
The automatic alignment routine reported here is suited
for highly multidimensional datasets, which are sparse
in any single channel and possess a significant degree ofuncorrelated noise. This procedure was developed be-
cause it was found that existing image alignment rou-
tines, such as those used in photography, were unsuit-
able for the imaging mass spectrometry datasets. The
reasons for this include:
(1) There are no sharply defined edges/corners that
can be used for “landmarking.”
(2) Each datacube can contain thousands of distinct
images; photography normally compares a few
single images.
(3) Individual spectral images contain less correlation
between groups of neighboring pixels due to
counting statistics.
(4) No weighting on areas with low signal.
(5) Smaller overlapping regions between the datasets.
PCA is used to reduce the datasets of each tile into a
much smaller number of images that contain the spatial
variation but not the uncorrelated noise, and the en-
tropy calculation is used to ensure that only those
regions with sufficient signal are used to estimate the
quality of the alignment. Clearly, the results of the PCA
step and the determination of the quality of the signal
are essential elements in the success of the automated
alignment algorithm. The results obtained with PCA
can be highly affected by preprocessing the data, which
includes denoising, selection of peaks, and even the
choice of scales. For example, in SIMS the signal inten-
sities decrease rapidly with increasing m/z; the use of a
logarithmic intensity scale can be used to give more
weight to the higher mass, but lower intensity, molec-
ular ions. For the automated alignment routine prepro-
cessing was limited to binning. Previous work on SIMS
data has demonstrated that binning is “the most effec-
tive technique to improve PCA performance” [17], in
agreement with our preliminary experimental work
(results not shown). Many variants of PCA or multivar-
iate analyses have been reported for SIMS imaging
mass spectrometry [11, 13, 18–20], even applied to 3D
distributions [21], and many other classification sys-
tems have been used in protein mass spectrometry [22].
The auto-alignment procedure benefits from PCA in
noise reduction and the availability of more than one-
component images for a more robust alignment and not
classification. Consequently, we used fast PCAmethods
rather than more computationally intensive variants for
these large datasets (in 32-bit binary sparse format the
12-tile dataset exceeds 1.2 Gb) [23, 24]. Several standard
metrics on image texture properties were investigated,
including contrast, correlation, homogeneity, energy,
and entropy. It was found that the approach of local
entropy, used in all the results reported here, was the
most effective at removing regions with a high random-
ness in intensity values.
The results shown earlier clearly show that the
entropy-weighted, mean-squares landscape of chemi-
cally matched component images can be used to auto-
matically align high-resolution imaging mass spectrom-
832 BROERSEN ET AL. J Am Soc Mass Spectrom 2008, 19, 823–832etry datasets. This algorithm can be adapted for all
datasets of similar nature in imaging mass spectrome-
try, particularly the mass microscope being developed
as part of our high-resolution imaging mass spectrom-
etry research efforts [25, 26].
Conclusion
The reduction of uncorrelated noise provided by prin-
cipal component analysis allows high-resolution imag-
ing mass spectrometry datasets to be automatically
aligned and combined for high-resolution analysis of
large areas. The three steps of PCA decomposition,
spectral matching, and signal quality assurance are
necessary because of the high dimensionality and spar-
sity of the SIMS imaging mass spectrometry data and
indicate future methods of how to work with such data.
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